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ABSTRACT 



Studies were conducted in two channels with identical internal dimensions. Each 
channel has mild curvature, 40 to 1 aspect ratio, and a 1.27 cm by 50.08 cm rectangular 
cross section. One channel is used for flow visualization, and one channel is used for 
heat transfer measurements. As part of the study, assembly of the heat transfer channel 
was completed along with qualification tests of internal flow' behavior. 

In the transparent channel, videos and still photographs w'ere taken of visualized 
flow' for Dean numbers from 60 to 200 and angular positions from 85 degrees to 175 
degrees from the start of curvature. These data provide new information on the un- 
steady behavior of Dean vortex pairs, especially how' vortex pairs merge and divide. 

Assembly of the heat transfer channel included installation of insulation to minimize 
conductive heat losses, completion of wiring of thermocouples used for surface temper- 
ature measurements, wiring of heater power supplies and controlling systems, and as- 
sembly of piping from the blow’er to the channel including installation of regulation 
valves and flow metering orifices. Velocity and pressure surveys were conducted down- 
stream of the instrumented section. For Dean numbers from 50 to 158, these distrib- 
utions were either spanwise uniform or spanwise periodic, as expected, providing 
qualification of internal behavior in the channel. 
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I. INTRODUCTION 



Centrifugal instabilities are important in the development of flows over concave 
surfaces which occur on the pressure side of turbine blades and airfoils. The primar>' 
consequence of centrifugal instabilities is the development of pairs of counter rotating 
vortices. In boundary’ layer flows over concave surfaces, these vortices are called 
Taylor-Gortler vortices. In curved channel flows layers, these vortices are called Dean 
vortices. 

Previous flow visualization studies were performed by Baun, Siedband and Longest 
(Refs. 1,2,3] using the same channel as this study. Baun (Ref 1] also performed a series 
of e.xperiments using a subminiature crossed-wire probe to show the principle and har- 
monic frequencies for twisting Dean vortex flow for Dean numbers greater than 165. 
Siedband (Ref 2] performed flow visualization studies using a smoke wire for a Dean 
number range of 167 to 461. Longest (Ref 3] performed flow visualization studies for 
a Dean number of 75 and an angular position of 135 ® from the beginning of curvature 
in the transparent curved channel where he observed certain centrifugal instability pat- 
terns. Different instability patterns are expected to occur in other ranges of Dean 
numbers. 

The objectives of the present study are to obtain additional flow visualization results 
for Dean numbers 75, 100 and 125 and angular positions of 85 ° to 155 ° in 10 ° incre- 
ments from the beginning of curvature as they develop in a curved channel with mild 
curvature. 40 to 1 aspect ratio, a radius ratio of 0.979. and internal dimensions of 1.27 
cm by 50.80 cm (.5 in. by 20 in.). Also of interest is the development of a facility to 
measure spanwise variations of surface heat transfer due to the presence of Dean vortex 
pairs. 

Thesis organization is as follows. The experimental apparatus is discussed in 
Chapter II. The experimental procedure is discussed in Chapter 111. Flow visualization 
and velocity and pressure results are given in Chapter IV. Chapter V gives a summan.' 
and conclusions. All figures referenced in the text of the thesis are found after Chapter 
V. 
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II. EXPERIMENTAL FACILITIES 



A. CURVED CHANNELS 

Two rectangular curved channels were used to obtain data. Figure 1 shows the 
transparent curved channel used for flow visualization studies. Figure 3 shows the sec- 
ond curved channel used for measurement of surface heat transfer distributions. Both 
channel interiors are dimensionally identical at 1.27 cm by 50.80 cm (.5 in. by 20 in.). 
The heat transfer channel is different from the transparent channel and unique in itself 
since it is designed to accommodate expansion due to heat input. Details of the con- 
struction and design of the transparent channel are contained in Siedband and Baun 
[Refs. 2,1], 

On the heat transfer channel, the inlet and Plenum #1 rest on plexiglass skids to al- 
low for longitudinal expansion during heating. Figure 12 shows how the convex and 
concave surfaces of the heat transfer channel rest on the sidewalls which are rigidly at- 
tached to the channel supports. This arrangement also allows for spanwise expansion 
of the convex and concave surfaces during heating. 

1. Cuned Channel for Heat Transfer Studies 

The heat transfer channel is now discussed. Figure 4 shows a side view of the 
channel inlet. The flow inlet consists of a rectangular lip which is constructed of quarter 
circumference sections of 15.2 cm outside diameter plexiglass pipe. Flow then enters a 
25.4 cm by 50.8 cm rectangular duct which houses an aluminum honeycomb and three 
screens stretched across the cross section. Distances between the honeycomb, following 
screen, and adjacent screens are about the same, approximately 10 cm. The honeycomb 
and screens reduce the spatial non-uniformities of the flow. A 20 to 1 contraction ratio 
nozzle connects the inlet to the duct. 

The shape of the nozzle is given by a fifth order polynomial with respect to 
streamwise distance. The dimensions of the nozzle were selected to ensure that sepa- 
ration did not occur at its exit and to minimize the possibility of transition to turbulent 
How. Two continuous pieces of lexan, each approximately 3 mm thick, are employed in 
the construction of the upper and lower surfaces of the inlet. Portions of these same 
pieces are used for the nozzle walls thereby elimination a seam between the nozzle and 
the straight channel test section. 



After the nozzle, flow enters the upper section of the curved duct. This portion 
of the duct is straight and has inside dimensions of 1.27 cm by 50.8 cm (.5 in. by 20 in.). 
The length of the straight section is 2.44 m and allows the flow to become fully devel- 
oped in the Dean number ranges used before entering the 180 ° curved section. The 
convex wall in the curved section has a 59.69 cm radius of curvature. The concave wall 
has a 60.69 cm radius of curvature. Flow then enters another 2.44 m straight section, 
which is followed by a diffuser and outlet plenum. Figure 5 shows the arrangement of 
the upper and lower straight sections and the outlet plenum. Plenum #1. 

A major difference between the transparent channel inlet and that of the heat 
transfer channel is in the mounting used to support the inlet. The transparent channel 
inlet is rigidly affixed to the support frame for the channel. The heat transfer channel 
inlet rests on two plexiglass skids that allow it to slide to account for longitudinal ex- 
pansion of the upper portion of the channel during heating. Figure 5 shows the ar- 
rangement of the channel inlet and plenum number one. 

2. Blower 

An ICG Industries type lOP blower is used to depressurize Plenum # 2 below 
atmospheric pressure. Figure 5 shows that the blower is connected directly to Plenum 
#2. Air is drawn from Plenum #1 via a 5.08 cm inside diameter PVC pipe, globe valve, 
and 3.81 cm (1.5 in.) orifice plate. The blower produces 10.2 cm of water vacuum at 4.82 
mV min volumetric flowrate. By vaiying the flowrate. Dean numbers from 20 to 220 can 
be produced in the channel. The flowrate is set using a globe valve and measured by 
means of a pressure drop across an orifice. 

The suction side of the blower is connected to Plenum #2 via a vibration 
damper. The vibration damper is a thin sheet of plastic wrapped around the outlet of 
Plenum U 2 and the inlet of the blower. The plastic as attached to the plenum and the 
blower with pieces of double sided tape. Standard hose clamps were then placed over 
the outside and tightened to insure no leaks exist. A second vibration damper of the 
same type is placed between Plenum #2 and the orifice. Both of these vibration dampers 
are installed to isolate the curved channel from blower motor vibrations. 

Figure 6 shows the actual arrangement of the blower. Plenum # 2, the vibration 
dampers, orifice, globe valve, and Plenum ^1. The blower was positioned just below the 
tunnel inlet and between the upper and lower straight sections of the channel to maxi- 
mize the compactness of the test facility. 
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3. Orifice Plate Assembly and Flow Rate Measurement 

The flowrate through the heat transfer channel is determined from the pressure 
drop across a 3.81 cm (1.5 in.) standard ASME orifice. Figures 5 and 6 show the lo- 
cation of the orifice. Figure 7 shows orifice plate manufacturing and orientation details. 

A pressure tap is located 1.9 cm (.75 in. or one half pipe diameter) upstream of 
the orifice plate, and a second tap is located 3.81 cm (1.5 in. or one pipe diameter) 
downstream of the orifice plate. A water manometer is used to measure the pressure 
drop between the tap locations, as the first step in determining the flowrate and Dean 
number. Details of this process are given by Siedband [Ref.2J, but for completeness, a 
general description of the procedure is also given here. 

Using the pressure drop across the orifice plate, the mass flowrate through the 
channel is determined using the following equation: 



m = KAoi^YyJlpAP 



Where: 

m = mass flowrate 
K = flow coefficient (AS.ME tables) 

= orifice area 
Y = e.xpansion coefficient 
p = air density 

A P = pressure drop across orifice 

Using the mass flowrate, m, the pipe Reynolds number, is determined using the 
equation given by: 



Rep = 



tndp 

pvAp 



where: 

= pipe diameter 
V = kinematic viscosity 
Ap = pipe cross-sectional area 
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This iterative process is continued until the mass flowrate converges to within 
one percent for two successive calculations. The final value of the Dean number, D^, is 
determined from the following equation: 



where: 

= channel area 

r, = inside radius of channel curvature 
d = channel height 

4. Heaters 

Figure 9 shows a side view of the heat transfer channel including locations of 
the four heated sections. The flow enters through the inlet and contraction nozzle and 
then travels past the heaters and out of the channel as depicted by the flow arrows. The 
heaters on the outer surface of the channel are labeled Concave Heaters No. 1 and No. 
2 (CCl and CC2). Heated sections on the inside of the channel are labeled Convex 
Heaters No. 1 and No. 2 (CVl and CV2). The number 1 denotes the first heaters en- 
countered by the flow. 

CCl and CVl heated sections are each instrumented with 15 thermocouples. 
Numbering is shown in Figures 10 and II. The flow then travels through the curved 
section past CC2 and CV2. CC2 and CV2 heated sections are each instrumented with 
85 thermocouples. Numbering is as shown in Figures 10 and 11. 

Four custom made etched foil heaters manufactured by the Electrofilm Corpo- 
ration are used in the construction of the heat transfer channel. Each heater provides 
uniform heat flux boundary conditions at the channel walls and has a 2 kw power ca- 
pacity. The heater dimensions are 38.1 cm by 152.4 cm (15 in. by 60 in.). The leading 
edge of the CCl and CVl heaters is 91.4 cm downstream from the inlet. The heaters 
are attached to the convex and concave walls in the manner discussed by Schwartz 



Figure 8 shows the arrangement of the liners, thermocouples and heaters as they 
were assembled. Outside the lexan channel walls are four layers of .001 in. thick Sticky 
Back adhesive manufactured by the 3.M Company. The heater is installed and held in 
place using 3.M-467 transfer adhesive. 




[Ref4]. 
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Amounts of conduction loss and contact resistance were determined by Bella 
[Ref. 5] using full scale models of both straight and curved heater sections. With insu- 
lation applied as described later in this chapter, conduction losses are less than three 
percent of the total power to the heaters. The thermal contact resistance between the 
thermocouple and surfaces exposed to the flow is 3AxlO~^ni^°Clwatt. 

5. Thermocouple Placement 

Within the coordinate system, X denotes the streamwise distance from the 
leading edge of CCl and CVl, Z is measured from the spanwise centerline of the channel 
and Y is measured from the mid-plane between the two channel w'alls. The 
Thermocouple Location Table 1 gives the X and Z coordinates of each thermocouple. 

Four thermocouples are used to measure ambient temperatures in the vicinity 
of the heat transfer channel and the mixed mean inlet and mixed mean outlet temper- 
atures. One is located near the cancave wall in the curved section of the channel and 
one is located near the convex wall. These measure ambient temperature. One is located 
in the channel inlet and one is used to traverse the measurement slot located 19 cm (7.5 
in.) downstream from the test section. These measure channel mixed mean inlet tem- 
perature and mixed mean outlet temperature. 

In the center portions of CC2 and CV2, fifteen thermocouples are spaced over 
a total distance of 3.81 cm (1.5 in.). This positioning is used to measure local wall tem- 
peratures as they are affected by the presence of Dean vortices. The spanwise spread 
of the thermocouples covers a distance equivalent to about one and one-half vortex 
pairs. 

6. Temperature Measurement 

Surface temperature measurements in the heat transfer channel, are obtained 
using 200 copper-constantan thermocouples. Thermocouples 1 to 30 are connected to 
data acquisioion channels 0 to 29. Thermocouples 31 to 115 are connected to data ac- 
quisition channels 30 to 79 and 100 to 134. Thermocouples 116 to 200 are connected 
to data acquisition channels 135 to 179 and 200 to 239. The mixed mean inlet 
thermocouple, ambient convex thermocouple, ambient concave thermocouple and mixed 
mean outlet thermocouple are connected to data acquisition channels 240 to 243, re- 
spectively. 

The voltage readings from the 200 heat transfer channel thermocouples, the 
mixed mean inlet thermocouple, mixed mean outlet thermocouple and the ambient 
concave thermocouple are converted to temperatures using the equation given by: 
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r= -1.988321 + 29436.53 K- 2636568 + 3639320001^^ 

The voltage readings from the ambient convex thermocouple are converted to temper- 
ature using the equation given by: 



r= -1.816347 -1- 29287.91 F- 26228801^^ -1- 3737520001^^ 



Where: 

T = temperature (° C) 

V = thermocouple voltage (volt) 

7. Insulation 

Black foam insulation manufactured by the Halstead Company is used to mini- 
mize heat losses by conduction from the curved channel heat transfer section to the 
surrounding environment. Figure 12 shows how three different thicknesses of insulation 
are used to build four layers to give a total thickness of 7.0 cm (2.8 in.). The same 
thickness of insulation is applied to the exterior portions of all four heated sections. The 
first layer is 0.64 cm (.25 in.) thick and installed directly over the heaters between the 
lexan channel supports. The second layer is 1.27 cm (.50 in) thick, and also placed be- 
tween the lexan supports. Third and fourth layers are each 2.54 cm (1.00 in.) thick, and 
secured in place by use of duct tape, as evident from the photographs in Figures 3 and 
13. 

8. Data Acquisition System for Temperature Measurement 

Figure 14 shows the arrangement of the equipment used to obtain temperature 
data. Voltages from the copper-constantan thermocouples are read by Hewlett-Packard 
type T20 relay multiplexer card assemblies for the type T thermocouples. These assem- 
blies contain thermocouple compensation to give voltages relative to 0 ° C, and are in- 
stalled in a 3497A Low Speed Data Acquisition, Control Unit or a 3498A extender. 
These units are controlled by a Hewlett-Packard 9836S computer. Custom designed 
software is used to direct and control the operation of the 3497A and 3498A as voltages 
from 204 thermocouples are read, processed and recorded. 

9. Data Acquisition System for Mixed Mean Temperature Measurement 

A check on heat transfer measurements is provided if the mixed mean temper- 
ature at the exit of the heated sections equals the mixed mean temperature determined 
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from the inlet mixed mean temperature and the net heat input. The mixed mean tem- 
perature at the exit of the heated sections is determined at a measurement slot located 
19 cm (7.5 in.) downstream of the edge of the heated sections. Here, the mixed mean 
temperature is determined using the following equation; 



Where: 

t„ = mixed mean temperature 
A^i, = channel area 

U = bulk velocity (spacially averaged) 
u = local mean streamwise velocity 
t = local mean temperature 

The mean temperature, r, is measured using the "mixed mean outlet thermocouple" 
mentioned earlier. This thermocouple is traversed using the same apparatus and proce- 
dures as for the pressure probes as described below. 

The local mean streamwise velocity, u, is measured using a miniature five hole 
pressure probe described by Baun [Ref 1]. Figure 15 shows the arrangement of the data 
acquisition system used during flow measurement. Five Validyne model DP103-06 var- 
iable reluctance pressure transducers are used with the probe to convert pressures into 
voltages by Celesco CDIOD Carrier Demodulators. These units produce a DC output 
proportional to the pressure signal sent from the transducers. The DC output is then 
received by a Hewlett-Packard 3497A Low Speed Data Acquisition 'Control unit with a 
3498A extender. A Hewlett-Packard 9836S computer is used to control the data acqui- 
sition system, record the data, and index the pressure probes to the next position using 
a traversing mechanism. This two dimensional traversing device, used in conjunction 
with the traveling block shown in Figure 16, allows for spanwise and radial movement 
of the pressure probe. Signals to move the pressure probe are generated by the com- 
puter and sent to a model PMS085-C2AR Mitas Motion controller and a model 
P.MS-D050 Mitas Motor Drive. Two separate signals from the motor drive direct the 
model M092-FD310 Superior Llectric stepping motors to rotate drive screws and move 
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traveling blocks. This procedure is repeated to traverse a 5.08 cm (2 in.) spanwise dis- 
tance and 1.02 cm (.4 in.) radial distance gathering 320 points of data in .127 cm (.05 in.) 
steps. 

A miniature Kiel probe is also used to gather total pressure readings to further 
qualify flow behavior in the heat transfer channel and to check total pressure readings 
from the miniature five-hole probe. The diameters of the shield and pressure sensing port 
of the Kiel probe are 1.59 mm (.0625 in.) and .4mm (.0158 in.) respectively. A Celesco 
model LCVR variable reluctance differential pressure transducer was used in conjunction 
with the Kiel probe. All other procedures are the same as for the miniature five-hole 
probe. 

10. Heater System Wiring 

Each heater is powered by a separate variac connected to a wall outlet. Figure 
17 shows heater circuits which include the variacs, where P denotes variable transformer 
(variac). S denotes shunt and H denotes heater. The variacs are Superior Electric type 
136B devices. With these, voltages and currents are adjustable from 0 to 115 volts and 
0 to 10 amps, respectively. Figure 18 shows a photograph of the variacs. 

Electric current to each heater is monitored using 50 mv 10 amp shunt resisters. 
These are included in circuits wired to a switch which allows voltage drops across each 
shunt and each heater to be easily measured with the single digital volt-ohm meter 
shown in Figure 19. From these, power inputs to each heater are determined. 
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III. RESULTS 



A. FLOW VISUALIZATION EXPERIMENTAL PROCEDURE 

The procedures used to set up the transparent channel for flow visuahzation are now 
discussed. 

Flow visualization techniques are discussed at length by Longest [Ref. 3], but are 
also briefly summarized here. After selecting and establishing the Dean number as de- 
scribed in the Experimental Facilities chapter, the smoke generator is energized. Figure 
2 shows a drawing of the smoke generator. The channel blower reduces the inlet pres- 
sure to below atmospheric pressure allowing smoke to be ingested. When smoke is in- 
troduced into the channel inlet, the inlet is filled about half-way. 

The outside of the convex wall is covered with a liner with spanwise slits cut at 10 
° increments from 0 °to 185 ° angular positions. A General Radio Type 153 1-A 
Strobatac strobe light, located at the center of curvature of the transparent channel, is 
positioned at the prescribed angular position and energized. Using a Sony DXC-3M 
video camera with a Fujinon TV-Z 1:1 7/10-140 mm DCL-914BY zoom lens, flow phe- 
nomena are recorded on Sony KCS20BR videocassettes. The orientation of the camera 
is at about a right angle to the strobe light source with the flow always moving away 
from the camera. Flow patterns at each Dean number and angular position are recorded 
for about one minute. 

Still photographs are taken of a video monitor as it replays the videotape using a 
Nikon F-3 SLR camera with a 55 mm, f-2.8 lens. Kodak Tri-X 400 ASA film is used in 
this camera. 

B. FLOW VISUALIZATION IN A CURVED CHANNEL 

Flow visualization results for the 40 to 1 aspect ratio transparent curved channel are 
presented in Figures 20 through 45. The position of the observer is radially outside of 
the concave wall with the convex surface at the top of each photograph and the concave 
surface at the bottom. In each sequence of photographs, time increases from the top to 
the bottom with the flow direction being into the page. The dimensions of the observed 
phenomena are approximately 4.5 cm (1.5 in.) in the spanwise direction and 1.27 cm (.50 
in.) in the radial direction. 

Figures 20 and 21 show the flow visualization results for a Dean number of 75 and 
angular positions of 85 ° and 95 ° from the start of curvature, respectively. The time 
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interval between each photograph is 1/10 of a second. Spanwise varying smoke patterns 
are evident in Figure 20. Here, there is no evidence of Dean vortex pairs since complete 
mushroom-shaped patterns are not present. In Figure 21, complete mushroom- shaped 
patterns indicate the presence of Dean vortex pairs. Spanwise shifting of the circular 
smoke patterns and Dean vortex pairs is apparent in both sets of photographs. 

Figures 22 through 31 show photographic results for a Dean number of 75 and an- 
gular position of 135 The time interval between photographs in these sequences is 
1'30 of a second. These results are discussed in detail by Longest [Ref. 3). 

Figure 32 shows photographic results for a Dean number of 100 and an angular 
position of 95 °. Here, the time interval between photographs is 1/10 second. Fully 
formed Dean vortex pairs are evident with significant spanwise unsteadiness. A space 
appears between vortex pairs near the center, where new vortex pairs seem to develop. 
Afterwards, pairs seem to shift to equalize their spacing. 

Figure 33 shows photographic results for a Dean number of 100 and an angular 
position of 105 °. Here, the time interval between photographs is 1/10 second. Signif- 
icant unsteadiness and distortion are evident. In several cases, larger vortex pairs wrap 
one 'petal' around an adjacent smaller pair to eventually engulf it. This often allows 
space for new vortex pairs to grow. 

Figure 34 shows photographic results for a Dean number of 100 and an angular 
position of 145 °, where the time interval between photographs is H30 of a second. 
Figure 35 shows photographic results for a Dean number of 100 and an angular position 
of 155 °, where the time interval is 1 10 of a second. For both sets, much activity is 
apparent including vortex pair growth, vortex pair expansion, spanwise shifting of pairs, 
and possibly some vortex pair division. 

In figures 36 through 45, the time interval between photographs is 1/30 of a second. 
Figures 36 and 37 shows photographic results for a Dean number of 125 and angular 
position 115°. Figure 36 shows clearly defined rocking motion evidencing twisting Dean 
vortex fiow. This continues in Figure 37 which shows a smaller vortex pair being en- 
gulfed by a larger vortex pair. 

Figures 38 through 41 show photographic results for a Dean number of 100 and 
angular position 125 ° from the start of curvature. Figures 38 and 39 show a large 
vortex pair engulfing a smaller vortex pair to its right. Figure 40 and 41 show how two 
vortex pairs can approach each other such that adjacent vortices cancel. A new pair is 
then evident which replaces the original two pairs. 
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Figures 42 through 45 show photographic evidence for Dean number 75 and an- 
gular position 135 Here twisting Dean vortex flow is present with lower frequencies 
and smaller amplitudes of oscillation compared to results in Figure 36. This is shown 
by slight rocking of Dean vortex pairs. 

C. VELOCITY AND PRESSURE SURVEYS 

Figures 46 through 53 show time-averaged streamwise velocity and total pressure 
distributions measured in the heat transfer channel 19 cm (7.5 in.) downstream from the 
end of curvature. These data are given for Dean numbers from 50 to 150. The methods 
used to obtain this data are described by Ligrani, Singer and Baun (Ref 6]. In each 
figure, the convex wall is at the top of the figure and the concave wall is at the bottom. 
Flow is into the page. The dimensions of the observed phenomena are 10.16 cm (4.0 in.) 
in the spanwise direction and 1.27 cm (.5 in.) in the radial direction. 

Figures 46 and 50 show velocity and pressure contours for a Dean number of 50. 
Patterns are roughly spanwise uniform with some scatter which probably results from 
noise intermixed with the extremely low levels of pressure measured. 

Figures 47, 48, 49, 51, 52 and 53 are velocity and pressure contours for Dean num- 
bers 75, 100 and 150, respectively. Both velocity and pressure contours show nearly 
spanwise uniform characteristics with deficits appearing occasionally near the concave 
surface. The deficits correspond to time-averaged position, of vortex upwash regions 
where relatively low- velocity, low-pressure fluid is swept away from the concave walls 
by secondary flows. 
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IV. SUMMARY AND CONCLUSIONS 



Studies are conducted using two curv'ed channels with identical internal dimensions. 
One channel is used for flow visualization, and one channel is used for heat transfer 
measurements. Both channels hav'e mild curvature, 40 to 1 aspect ratio, and a 1.27 cm 
by 50.80 cm (.5 in. by 20 in.) interior cross section. 

Portions of the final assembly of the heat transfer channel are completed. This as- 
sembly includes installation of insulation to minimize conductive heat transfer to the 
environment and completion of wiring of 204 thermocouples used for measurement of 
surface temperature, mixed mean inlet temperature, mixed mean outlet temperature and 
ambient temperatures in the vicinity of the test section. Also complete is the wiring of 
heating power supplies, including controlling systems, as well as installation of regulat- 
ing valves and flow metering orifices. 

Velocity and pressure surveys are presented from measurements in the heat transfer 
channel 19 cm downstream from the heated section. For Dean numbers 50 to 158, these 
distributions are nearly spanwise uniform, as expected, providing qualification of the 
internal flow behavior in the heat transfer channel. 

Flow visualization results are presented as obtained in the transparent curved 
channel for Dean numbers 60 to 200 and angular positions from 85 ° to 185 ° from the 
start of curvature. At the channel inlet, smoke is introduced into the lower half In the 
curved section, the smoke then travels principally along the convex wall until rearranged 
and redistributed by centrifugal instabilities. Dean vortices are observed for angular 
positions of 85 ° to 155 ° and Dean numbers greater than 75. The unsteadiness of these 
vortices increases with Dean number and angular position. Vortex pairs are observed 
to engulf adjacent vortices as Dean number and angular position increase. This occurs 
as the 'petal' of one vortex pair wraps around the neighboring vortex pair allowing their 
common upwash regions to merge. Other types of unsteady Dean vortex pair behavior 
are also observed including spanwise oscillations, radial oscillations, twisting, vortex pair 
expansion and vortex pair contraction. 
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TC# 


X (cm) 


Z (cm) 


TC # 


X (cm) 


Z (cm) 


1 


15.24 


15.36 


26 


106.68 


.119 


2 


15.24 


.119 


27 


106.68 


-15.36 


3 


15.24 


-15.12 


28 


137.16 


15.36 


4 


45.72 


15.36 


29 


137.16 


.119 


5 


45.72 


.119 


30 


137.16 


-15.12 


6 


45.72 


-15.12 


31 


167.64 


15.36 


7 


76.20 


15.36 


32 


167.64 


1.897 


8 


76.20 


.119 


33 


167.64 


1.643 


9 


76.20 


-15.12 


34 


167.64 


1.389 


10 


106.68 


15.36 


35 


167.64 


1.135 


11 


106.68 


.119 


36 


167.64 


.881 


12 


106.68 


-15.12 


37 


167.64 


.627 


13 


137.16 


15.36 


38 


167.64 


.373 


14 


137.16 


.119 


39 


167.64 


.119 


15 


137.16 


-15.12 


40 


167.64 


-.135 


16 


15.24 


15.36 


41 


167.64 


-.389 


17 


15.24 


.119 


42 


167.64 


-.643 


18 


15.24 


-15.12 


43 


167.64 


-.897 


19 


45.72 


15.36 


44 


167.64 


-1.151 


20 


45.72 


.119 


45 


167.64 


-1.405 


21 


45.72 


-15.12 


46 


167.64 


-1.659 


22 


76.20 


15.36 


47 


167.64 


-15.12 


23 


76.20 


.119 


48 


198.12 


15.36 


24 


76.20 


-15.12 


49 


198.12 


1.897 


25 


106.68 


15.36 


50 


198.12 


1.643 



Table 1. THERMOCOUPLE LOCATIONS 
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Tc n 


X (cm) 


Z (cm) 


TC# 


X (cm) 


Z (cm) 


51 


198.12 


1.389 


76 


228.60 


-.643 


52 


198.12 


1.135 


77 


228.60 


-.897 


53 


198.12 


.881 


78 


228.60 


-1.151 


54 


198.12 


.627 


79 


228.60 


-1.405 


55 


198.12 


.373 


80 


228.60 


-1.659 


56 


198.12 


.119 


81 


228.60 


-15.12 


57 


198.12 


-.135 


82 


259.08 


15.36 


58 


198.12 


-.389 


83 


259.08 


1.897 


59 


198.12 


-.643 


84 


259.08 


1.643 


60 


198.12 


-.897 


85 


259.08 


1.389 


61 


198.12 


-1.151 


86 


259.08 


1.135 


62 


198.12 


-1.405 


87 


259.08 


.881 


63 


198.12 


-1.659 


88 


259.08 


.627 


64 


198.12 


-15.12 


89 


259.08 


.373 


65 


228.60 


15.36 


90 


259.08 


.119 


66 


228.60 


1.897 


91 


259.08 


-.135 


67 


228.60 


1.643 


92 


259.08 


-.389 


68 


228.60 


1.389 


93 


259.08 


-.643 


69 


228.60 


1.135 


94 


259.08 


-.897 


70 


228.60 


.881 


95 


259.08 


-1.151 


71 


228.60 


.627 


96 


259.08 


-1.405 


72 


228.60 


.373 


97 


259.08 


-1.659 


73 


228.60 


.119 


98 


259.08 


-15.12 


74 


228.60 


-.135 


99 


289.56 


15.36 


75 


228.60 


-.389 


100 


289.56 


1.897 



Tabic 2. TIIERMOCOLPLE LOCATIONS (CONTINUED) 
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TC# 


X (cm) 


Z (cm) 


TC# 


X(cm) 


Z (cm) 


101 


289.56 


1.897 


126 


167.64 


-.389 


102 


289.56 


1.389 


127 


167.64 


-.643 


103 


289.56 


1.1352 


128 


167.64 


-.897 


104 


289.56 


.881 


129 


167.64 


-1.151 


105 


289.56 


.627 


130 


167.64 


-1.405 


106 


289.56 


.373 


131 


167.64 


-1.659 


107 


289.56 


.119 


132 


167.64 


-15.12 


108 


289.56 


-.135 


133 


198.12 


15.36 


109 


289.56 


-.3892 


134 


198.12 


1.897 


110 


289.56 


-.643 


135 


198.12 


1.643 


111 


289.56 


-.897 


136 


198.12 


1.389 


112 


289.56 


-1.151 


137 


198.12 


1.135 


113 


289.56 


-1.405 


138 


198.12 


.881 


114 


289.56 


-1.659 


139 


198.12 


.627 


115 


289.56 


-15.12 


140 


198.12 


.373 


116 


167.64 


15.36 


141 


198.12 


.119 


117 


167.64 


1.897 


142 


198.12 


-.135 


118 


167.64 


1.643 


143 


198.12 


-.389 


119 


167.64 


1.389 


144 


198.12 


-.643 


120 


167.64 


1.135 


145 


198.12 


-.897 


121 


167.64 


.881 


146 


198.12 


-1.151 


122 


167.64 


.627 


147 


198.12 


-1.405 


123 


167.64 


.373 


148 


198.12 


-1.659 


124 


167.64 


.119 


149 


198.12 


-15.12 


125 


167.64 


-.135 


150 


228.60 


15.36 



Table 3. THERMOCOUPLE LOCATIONS (CONTINUED) 
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TC # 


X ( cm ) 


Z ( cm ) 


TC # 


X ( cm ) 


Z ( cm ) 


151 


228.60 


1.897 


176 


259.08 


-.135 


152 


228.60 


1.643 


177 


259.08 


-.3896 


153 


228.60 


1.389 


178 


256.08 


-.643 


154 


228.60 


1.135 


179 


259.08 


-.897 


155 


228.60 


.881 


180 


259.08 


- 1.151 


156 


228.60 


.627 


181 


259.08 


- 1.405 


157 


228.60 


.3736 


182 


259.08 


- 1.659 


158 


228.60 


.119 


183 


259.08 


- 15.12 


159 


228.60 


-.135 


184 


289.56 


15.36 


160 


228.60 


-.389 


185 


289.56 


1.897 


161 


228.60 


-.643 


186 


289.56 


1.643 


162 


228.60 


-.897 


187 


289.56 


1.389 


163 


228.60 


- 1.151 


188 


289.56 


1.135 


164 


228.60 


- 1.405 


189 


289.56 


.881 


165 


228.60 


- 1.659 


190 


289.56 


.627 


166 


228.60 


- 15.12 


191 


289.56 


.373 


167 


256.08 


15.36 


192 


289.56 


.119 


168 


259.08 


1.897 


193 


289.56 


-.135 


169 


259.08 


1.643 


194 


289.56 


-.389 


170 


259.08 


1.389 


195 


289.56 


-.6435 


171 


259.08 


1.135 


196 


289.56 


-.897 


172 


259.08 


.881 


197 


289.56 


- 1.151 


173 


259.08 


.627 


198 


289.56 


- 1.405 


174 


259.08 


.373 


199 


289.56 


- 1.659 


175 


259.08 


.119 


200 


289.56 


- 15.12 



Table 4. THERMOCOUPLE LOCATIONS (CONTINUED) 
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Figure I. Transparent Channel 
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Figure 2. Smoke Generator 
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figure 3. Heat Transfer Channel Rear Quarter Men 
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Figure 4. Heat Transfer Channel Inlet 
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Figure 5. Ari angeinent drawing of bloner, plenum if I and ^2, orifice and globe 
valve. 
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Figure 6. Heat Transfer Channel Front Quarter Vien 
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Figlire 7. Orifice I’lale Assembly Details 
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Figure 







9. llent Transfer cliannci Healer Ideiilification 
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Figure lU. Concave Heater Thermocouple Placement 
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Figure II. Convex Healer Thermocouple riacement 



28 







Figure 12. Heat Transfer Cliannel Insulation Drawing 
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Figure 13. Heat Transfer Channel Insulation Pliotograpli 
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Figure 14. Heat Transfer Channel Data Acquisition System for Temperature 
Measurement 
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Figure 15. Heat Transfer Cliannel Data Acquisition System for Flou Measurement 
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Figure 16. Traversing Mechanism 
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Figure 17. Heater and Control Circuit Wiring Diagram 



34 





Figure 18. Heat Transfer Channel Heater Control \ ariacs 
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Figure 19. Operator Station 
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Figure 20. 



Flo^^ \ isualization Results De- 75 0 — 8? ° 
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ri"ure 21. FIo» \ lsuaIization Results De = 75 0 -95° 
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Figure 22 




Flon Visualization Results De=75 0 - 135 ° (I of 10) 
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Figure 26. Flow Visualization Results De=75 6 = 135 ° (5 of 10) 
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Figure 27. Flow ^■isualization Results De = 75 9 = 135 ° (6 of 10) 
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Figure 28. Fl()^^ \ isualization Results De=75 6 = 135 ° (7 of 10) 
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Figure 29. Flon \'isualization Results De = 75 0 - 135 ° (8 of 10) 
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Figure 35. Flo\^ Visualization Results De= 100 0 - 155 ° 
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Figure 36. Fhm Visualization Results De= 125 0 = 115 ° (1 of 2) 
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Figure 37. Flon \'isuaIi 2 ation Results De= 125 0 = 115 ° (2 of 2) 
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Figure 40. Flon Visualization Results De= 100 0 =\ 25 ° (1 of 2) 
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ri^uie 41. Flo^^ \'isuaIizatioii Results De= lUO 0 = 125 ° (2 of 2) 
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Figure 42. Flou Visualization Results De = 75 0 = 135 ° (1 of 2) 
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Figure 43. Flow Visualization Results De = 75 0 - 135 ° (2 of 2) 
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RUN #50289 . 1759 BERN 
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Figure 41. Streams ise Velocity Contours in a Curved Cliannel, De = 75 
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RUN #42989.2101 DERN = 100 
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Figure 48. Streaniuise Velocity Contours in a Curved Channel, Ue = lOU 
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Figure 49. Stieainuise Velocity Contours in a Curved Cliaiinel, De = 150 
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Figure 50. Total Pressure Contours in a Curved Channel, De = 50 
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Figure 51. Total Pressure Contours in a Curved Channel, De = 75 
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Figure 52. Total Pressure Contours in a Curved Cliannel, Ue = 100 
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Figure 53. Total Pressure Contours in a Curved Channel 
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